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INTRODUCTION

The Model 1601 TTL® Training/Test Lung is a unique instrument incorporating
an adult and an infant lung model. This equipment is commonly used to evaluate
and demonstrate mechanical ventilation devices and phenomena.

This user's manual is intended to describe the setup, operation, and application of
the Model 1601 TTL. It does not contain the documentation and directions
required to fully service the unit. Please contact Michigan Instruments if service
or assistance is required.

For customer service, call (800) 530-9939

This equipment is protected by the following patents:

United States 4,430,893, RE 29,317
France 7,402,762
West Germany 2,403,616
Great Britain 1,456,099
Japan 882,209
USSR 576,583
Spain 517,371
Canada 1,196,391
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